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Laboratory Experimentation ModeI of the 270 Degree Electron Tophat Analyzer

by

R. A. Frahm, J. R. Sharber, R. Link, and J. D. Winningham

1. Introduction

One of the most important space plasma measurements is that of a well-resolved low-energy (-1 eV to 1 keV)

electron spectnma. This range includes the regime where photoelectron and Auger processes are important
[W'inningham et aL, 1989] as well as the very low-energy range (down to 1 eV) where electron distributions of

temperature 11,000 ° K are measurable. Knowledge of the structure (--eV scale) of the photoelectron spectrum can

provide information on the composition of a plaretary or cometary atmosphere. As evidence, scientists developing

the Analyzer of Space Plasma and Energetic Atoms (ASPERA-3) Electron Spectrometer (_LS) flying on the
European Space Agency (F_.SA) Mars Express Mission have adapted their electron instrument to increase energy

resolution in the photoelectron energy region as a means of remotely sensing the Martian atmosphere; the idea being

that the Martian magnetic field is so weak that electron interaction between the source and point of detection is non-

existent; the measured electrons are therefore reflective of the processes occurring in the Martian atmosphere.

2. Objectives

Our ovem/l objective is to develop an instrument capab/e of making accur_e, _gh.resolution measurements

of electrons over the energy range 1 eV to 1 keV. Specifically, the instrument (the 270 ° Tophat Analyzer) will have

tlx following properties: a sharp energy resolution (AF_fE -4%), sufficient for resolving structure in the

photoelectron spectrum; a large geometric factor, excellent Ultraviolet (U'V) rejection; significantly reduced mass;

and the capability, through the use of passive magnetic shielding, to operate at very low energies. It thus represents

a significant improvement in the measurement technology of this important region of the electron spectrum.

3. Accomplishments

Figure I from the original proposal shows the concept drawing of the 270 ° Electron Tophat Analyzer and

Table 1 show the instrument characteristics as designed. The instrument electrical and mechanical designs were

complicated, but were completed successfully. For example, the original proposal cited that the mecharhcally

mounting the upper sphere and electrically connecting to that sphere as an engineering challenge. This has been

solved and the solution was implemented.

Each section is shown as an expanded view to illustrate the internals of the laboratory experimentation model.

Figure 2 shows the upper portion of the sensor head. The (upper) spherical deflection plate is hollow and suspended

at its equator. The upper housing and lower housing separate for ease of assembly. Electrical connection to the

sphere is made through one standoff and the other three standoffs are hollow for outgassing purposes. The sphere is

hollow and electrical connections are made at the top and bottom of the sphere to ensure firm electrical contact. The

top of the mu-metal shield covers the deflection section.

One will notice that the standoff location holding the upper sphere is different from that of the proposal design

(Figure 1). The reason for moving the location of the sphere's standoffs is that there is less influence to particle

trajectories. When electrons travel through the analyzer, they do so on great circle paths. Electrons entering at

opposite extremes of the entrance aperture follow great circle paths which meet at a focal point at the equator of the

sphere. Thus, the influence of the standoffs at the equator effects only those electrons which come from the

particular direction which focuses at the standoff location. If the standoffs were left as designed (Figure 1), their
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Description

GeometricFactorperpix¢l
FullField-of-Viewplanar
PixelField-of-View planar

EnergyRange
Number ofAngularSectors

Table l: InstrumentCharacteristics

Value

3.7x I0-3cm2sr

5" elevation x 360° azimuth
5° elc,,ation x 30 ° azimuth

approximately 5 eV -- 2 keV
12

Description

Energy Resolution
Radii
Mass
Power

Accumulation Tm_e
Value I

5.7 %
31 ram, 33 ram, 35 nun

approximately 2 kg
approximately 2 Watts

Adjustable
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influence would be to block portions of the electrons from a large number of locations, causing influence over a

larger portion of the incoming electron paths.

On inspection, of the lower housing, it was discovered that the radii of the deflection was machined slightly
out of tolerance. The result was a mismatch in the spherical radius of the upper deflection area. Examination of the

costs associated with a correction showed that there were not the funds in this program to solve the design flaw, so it

was not corrected. Thus, all anodes will show sensitivity and resolution values which are different from the

theoretical values. Funds were not included to model errors in the design due to machining, so the values of error

were not quantified. In addition, radii differences within the deflection system are a source of particle scatter.

Anticipated is a higher background count than that expected.

The lower deflection system and sensor section are shown in Figure 3. The hemispherical deflection plate is

held in place by the a bottom cup, which contains the anode-microcharmel plate detection system. Holes in the base

of the cup allow pickoff of signals by the electronics. Mechanical alignment between upper and lower deflection
system is produced by the cup. The appropriate distances for the deflection grid, microchannel plate (MCP) stack,

and anode grid are also maintained by the cup design.

To minimize magnetic field influence, the cup is surrounded by mu-metal shield. This part of the shield

attaches to the upper portion of the mu-metal shield which covers the area shown in Figure 2. The mu-metal shield

covers as much of the deflection and sensor system as possible. This scheme should reduce external magnetic field

effects from influencing electron trajectories while traversing the 270 ° deflection path. Of particular concern are

magnetic components used in space flight power supply designs since they can be very close to the sensor head.

Although this program concentrates on the sensor design and not the flight power system, its presence should be
considered.

In order to generate and receive output signals, an electronics system had to be created. The electronics is

housed in an electronics box. The analyzer head sits on top of this electronics box. The electronics box is shown in

Figure 4. There are two boards in the electronics box. The upper board contains the spring loaded connectors for

making contact with the anode system shown in Figure 3. On this board are the amplifiers for the deflection system.

Each anode is discrete and each anode signal had its own electronic signal path. The amplification system used

discrete amplifiers which kept each anode signal separated as much as possible in order to avoid any electronic noise
difficulties. This was desired since the design of a flight electronic system was not the goal of this program and a

laboratory setting allowed the use of more power and mass than would be available in a flight system, making the

job of signal recovery much easier.

Also unique to a laboratory setting is the lower electronics board. This board contains line drivers for driving

signals long distances through the testing systems. Testing facilities are large and a low-powered flight system
designed to drive short distances on a spacecraft can cause difficulties detecting proper signals in a laboratory

setting. Even though a line driver system is needed to output signals from the 270 ° top hat for the laboratory

environment, standard laboratory power supplies were used to control the instrument and their design did not need to

be included in this work (as proposed).

The assembled laboratory unit is shown in a cut away view in Figure 5. The sensor system is separate from

the electronics system and the shielded sensor head mass is about 1.05 kg. For a flight system, the electronics box

would be replaced with one designed for the particular mission. It would contain electronics to detect the anode

signal at a minimum, but could contain power supplies, a data processing unit, or an instnmaent controller, as

examples. For the laboratory, the mass of the electronics box is about 0.75 kg.

The 270 ° laboratory model outputs signal from 12 sectors, simultaneously. The laboratory counting system

monitored one output channel at a time. This system proved cumbersome and very time consuming to use. Signal

output would need to be switched to each of the 12 output channels of the 270 ° instrument for every measurement in
order to determine what was happening on each anode. This became unbarable quickly, and we found it easier and

more cost effective to construct a separate accumulator to detect all 12 anode outputs, simultaneously. In addition,

the original counter system failed calibration; it was declared obsolete and unrepalrable by the manufacture. The

single channel counter system was eventually replaced.

Testing began on the MCP and counting system. A source of UV was used to flood the MCP with light. This

source should cause the MCP to output a uniform signal and each of the anode outputs should be the same. For this
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Figure 5. Cut away view of the 270 ° top hat analyzer on to of the laboratory electronics box.



test, the deflection system was removed; however, the grid system was included. It was anticipated that there should

be a small decrease in counts for those anodes closest to a screen support post. Figure 6 resulted from this test.

Major decreases in amplitude were detected in this test. Dips in signal strength occurred in anodes 3, 6, 9, and 12.

On inspection, it was discovered that there was a mismatch between the placement of standoffs within the deflection

system and the anode pattern. The result was a half anode azimuthal shift. Examination of the costs associated with
a correction showed that there were not the funds in this program to solve the design flaw, so it was not corrected.

Thus, all results will show strong influences for the four output channels which contain support posts within the path

of the particles.

A background test was also performed at this time. For this test, the analyzer is blinded so that there is no

input signal. Ideally, the results of this test should show no counts; however, Figure 7 shows that there are self

generated counts by the MCE The MCPs purchased for the 270* laboratory model were not screened by the

manufacture. Since this was not a flight program, but a laboratory test system, a lesser quality MCP was used to

reduce program costs (see proposal). This test shows a non-zero dark count across the MCP and the amplitude of

this dark count is anode dependent. This result is acceptable.

Tests of the deflection system occurred in the first characterization task. A lower energy electron beam was

used. The beam is generated by a Kimball Physics flood gun. The profile of the test electron beam is shown in

Figure 8. During the first characterization, the mu-metal shield was removed and the internal deflection system was
uncoated with Ebanol-C (used to absorb secondary electrons within the deflection system). Since there is no mu-

metal shield on the unit for this test, it is anticipated that there will be a strong influence during deflection due to the

Earth's magnetic field (see deflection calculations in proposal), and passage of low-energy electrons would not

occur. Therefore, beam energies were kept toward the higher limits of the electron gun for this test.

Since the instrument is uncoated for secondary electron absorption, it is anticipated that the background

counts would be about 10% for an uncoated instrument of a good design. Instruments are known to achieve a 5%

background by coating with aerodag (graphite) as an inexpensive solution and in the 1%-2% range for instruments

coated with a gold-black absorbing surface (the expensive solution). Due to the properties of gold-black, the
Ebanol-C solution seems the most appropriate coating for absorbing secondary electrons generated internally within

the 270* instrument. Thus, the 10% background solution is the appropriate value to use as a metric for this test.

The instrument was activated in an electron beam on 1 keV. There was 2000 volts placed across the MCP to

activate the sensor. A quick scan of the deflection plate voltage (Figure 9) showed a peak at about 160 volts, which

gives an analyzer constant of about (k - 1000 keV/160 V) 6.25. The peak was about 110,000 counts and the width
at half maximum is about 1.4 volts, giving an energy resolution of about 1.3%. Note that the resolution of this plot

is not very well determined because of the coarse data resolution, but it does show that the energy resolution is
within the correct range. Since the energy resolution needs to be explored in more detail, later tests are designed

where there is a greater data resolution so that the energy resolution can be investigated accurately. The purpose

here is to find an appropriate deflection voltage setting for which to use when doing an azimuth scan. Thus, a larger

voltage sweep was used to find the peak deflection value.

When a 1 keV electron beam is exposed to the instrument and the instrument is rotated in azimuth, Figure 10

results. For this test, the 270* top hat deflection voltage is set to 159 volts, at the peak of the distribution (from

Figure 9). The anode response is fairly flat on those anodes that do not contain standoffs to block the electrons and a

drastic signal cavity is shown at the location of the standoffs for those anodes containing their influence. In the

center of this figure is displayed the data from an anode which contains blockage due to a standoff (channel 9). Just

before the standoff influence, there is a decrease in the intensity of the electron beam and then a slight increase in

count at the edge of the standoff. Under the influence of the standoff, the normal background decreases from the

normal 2.5% - 4% of the peak count to 0.05% - 0.25% of the peak count indicating that the standoffs are an efficient

blockage to the electron beam.

Figure 11 shows the theoretical response functions of the 270* top hat analyzer from the proposal. Both the

elevation and energy response curves of the 270* instrument show rounded peaks, so we should not expect curves

resulting from laboratory measurements to be sharply peaked. In addition, the theoretical response functions

indicate asymmetric distributions. For the elevation response shown in Figure 11A, the elevation peak is about 2.5*

from normal incidence (at 90°). The asymmetry shows that the steeper side of the distribution is toward the side of
the distribution which is most off-axis. The energy response shows a steeper distribution at the lower-energy side of
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Figure 8, Electron beam profile.
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the response peak and a shallower distribution at the higher-energy side of the response peak.

The 270 ° top hat was scanned in elevation and plate voltage at a beam energy of 1 keV in order to reproduce
instrument response functions. The MCP acceleration voltage was 2000 volts. This elevation-energy (deflection
voltage) matrix was examined to generate the elevation response at all energies (Figure 12) and the voltage response
at all elevations (Figure 13) for the anode at 2.5 ° azimuth (channel 10). Examining the elevation response, we see
that the peak is shifted toward one side of normal incidence (the positive side of 0° in this figure). The elevation
response is sharper on the side of the peak shift, which is consistent with the theoretical response curve. The peak of
the response function is shifted by about 2. 4 ° compared to the 2.75 ° theoretical value. The half width is 2.8 °

compared to the 3.5 ° theoretical value.

The deflection voltage response also approximates the theoretical curve; however the theoretical shape tends
toward a thinner peak and broader wings than the measurements show. The distribution peak is at 160 volts and the
half width is 5.25 volts, giving a measured resolution of 3.2% (the theoretical resolution from Table 1 is 5.7%). It is
possible that the energy resolution is smaller than the theoretical value since we know that the outer diameter of the
upper hemisphere of the lower housing is a few thousands of an inch too small. This would increase the intemal
electric field causing the distribution to be shifted toward higher electron energies and narrowing the energy range of
acceptance to the 270 ° analyzer.

As originally proposed, the 270 ° analyzer was coated with Ebanol-C to reduce secondary emission within the
analyzer. The Ebanol-C coating was to be performed by Los Alamos using a method developed for the cusp ion
detector (CID) and cusp electron detector (CED), both top hat style instruments, of the Svalbard Rocket Campaign;
however, arrangements became impossible to achieve at the time when instrument coating was needed. Other
manufactures were contacted to supply internal coatings, but their costs were found to be well above the amount
which could be afforded by this project. The original SwRI cost was prohibitive, also; however, SwRI arranged to
subsidize coating costs so that coating was affordable by this project.

Internal coatings of Ebanol-C were performed by SwRI and inspection before assembly showed that the
coating on some parts was not optimal. These components were used as is. Results of off-axis scatter displayed in
Figure 14 as the difference between the distribution peak at about 15400 Hz to the distribution wings at about 30 Hz.
This ratio was expected to be at the 1% level, but this ratio is 0.2%. The results indicate that the background scatter
level is better than originally anticipated. Data in this plot are generated at 5 keV for anode 5 where the electron
beam is directed directly into the analyzer.

4. Extended Final Year

Final assembly and characterization of the instrunaent was to occur in year 2. Five anodes for characterization
were to be chosen as follows: (1) the least obstructed deflection path, (2) the most obstructed deflection path furthest

from the inner sphere electrical connection, (3) the most obstructed deflection path containing the inner sphere
electrical connection, (4) the anode with the least obstructed deflection path which is near the mirror image of (1),
(5) the most obstructed deflection path furthest from the inner sphere electrical connection which is near the mirror

image of (2). Design errors have lead to changes between anodes containing standoffs and those which do not.
With the developed accumulation system, all anodes will be monitored simultaneously during testing so that their
results can be compared and contrasted.

Experiments were designed in four separate phases, 1-4, conducted at an energy of about 1 keV so that
differences could be highlighted and a detailed understanding of instrument workings could be accomplished:

• Raw, Uncoated Analyzer,
• Raw, Uncoated, Magnetically Shielded Analyzer,
• Blackened Analyzer,
• Blackened, Magnetically Shielded Analyzer.

These characterization tests were changed due to budgetary influences. The first test was concluded during Year 2

and characterization phases 2-3 were not performed. The last phase, 4 (blackened, magnetically shielded analyzer),
was conducted with the remaining funds during the last year of this project. At the beginning of the extended year,
blackening of intemal parts were accomplished and the instrument model was reassembled with the magnetic shield.
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This is the final instrument configuration. The Ebanol-C black coating will reduce the background noise level of

secondary emitted electrons in the deflection region. The mu-metal shield will allow lower energy electrons to be
deflected.

Due to unavailability of the electron chamber used in the tests described during phase 1, the 270 ° top hat

instrument testing has been forced to use another testing facility. In this system, it is not possible to remount the

flood gun (which was used during phase 1 testing) because of the additional cost of engineering a solution for the

new system. Mounting the flood gun in the orientation necessary for the new vacuum system is unaffordable by this

project. Testing of the 270 ° instrument will occur at beam energies greater than anticipated due to the type of

electron gun already mounted in the new vacuum system. Beam fluxes will be energy dependent and beam energies

below 1 keV will most likely not contain enough flux to adequately test the instrument.

New cables and mounting hardware had to be manufactured for the new vacuum system. Most of the

mounting hardware was not compatible with the system which was in-use for testing the uncoated analyzer. In
addition, the data accumulation system need to be integrated into the control system for the new chamber. The

advantage here is that data can be accumulated at finer resolutiorL A disadvantage is that the controlling and

analysis software needs to be modified to accommodate the 270 ° instrument.

Several diagnostics particular to the 270 ° instrument assisted in the assessment of problems with instrument

set-up in the new vacuum system. As an example, Figure 15 shows the output from the 270 ° instrument when

intemal pulsers are active. Oscillations about the mean of three differing oscillator frequences are shown (resolution

is one bit of 10 Hz in this figure): one below 625 V, one between 625 V and 1650 V, and one above 1650 V. The

anode monitored is anode 3. Plotted on the horizontal axis is the deflection voltage marked PPS. Plotted on the
vertical axis is the anode count rate marked Co. Pulsers from odd and even anodes can be controlled to one of three

levels.

Electron beam characteristics are shown in Sharher, et al., [1988]. Electrons are generated from a photo-

ionization electron gun and accelerated to a potential. During the acceleration process, they are confined into a

beam. At the current electron beam flux levels, count rates in the 20 kHz range are expected for each active anode of
the 270 ° instrument.

The electron beam was set at an energy of 5 keV. The deflection plates of the 270 ° instrument were scanned

while monitoring the instrument output. The electron beam was directed into anode 5 to create a voltage response.

Figure 16 shows these results. They are not as expected. Figure 16 shows a double peaked structure. The
characteristics of each individual peak did not reproduce the instrument characteristics seen with the lower energy

beam.

A possible explanation for the unexpected double peak structure of the voltage response could be that the
MCP acceleration voltage is too large, causing saturation of the MCE To test this situation, the same configuration

was run with differing MCP acceleration voltages. In Figure 16, the MCP voltage was 1800 V. Thus, reducing the

MCP voltage should cause the detector response to become a single peaked distribution. Results are shown in

Figure 17 for an MCP voltage of 1400 V, in Figure 18 at 1700 V, and in Figure 19 at 2000 V. In each case, the 270 °

instrument response shows a double peaked structure. Thus, there is not the anticipated change in the instrument

response as the MCP voltage is varied.

One can assume that the double peaked structure is due to something being parailelized. The shape of the data

curve suggests that there is a single peak where at some count level (or flux striking the MCP), there is a roll-over in

the count. Drawing a line between the two peaks and reflecting the distribution about this line should give an
estimate of instrument characteristics. If the characteristics are approximate, then the error assumption must be

about correct. This procedure was performed in the data from Figure 16 and is shown in Figure 20. Instrument

Resolution averages about 6.2% which is close to that determined previously. Instrument Sensitivity averages about

1/0.155, or 6.45. Again, this is a number close enough for us to believe that the count rate distribution is being

influenced by parallelizatiorL

At this point it time, a solution can not be achieved because funds for this project are exhausted. From

previous experiences, this appears to be a problem with the MCP refill time. Basically, charge flow from the MCP is

greater that the charge flow into the MCE In this case, the problem reveals itself when fluxes are large and count

rates are high. This is probably the case with the photoelectron gun. The solution is known and the resistors
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controlling the refill current to the MCP need to be changed. However, in order to do that, it would involve a

purchase of parts and labor to install these parts. It would also require some additional testing, both with a hot

filament source to drive up the count rates and with the photoelectron gun to produce instrument characterizations.

5. Science Activities

Due to the budget cuts in the last year of this proposal, almost of the science questions relating to the 270 ° top

hat analyzer and its use as a plasma instrument were not performed. Hardware development was given priority so

that practical problems with instrument development could be solved.

6. Student Involvement

This project included student participation which lead to a Degree of Master of Science in Space Engineering

at Ume_ University in Sweden by Linda BjSrk. Student involvement allowed the majority of work cited in the

original proposal to be accomplished. Ms. BjSrk, was involved in interfacing with the electrical engineer,

mechanical engineer, science and support staff, and was responsible for designing testing procedures, creating test

set-ups, and performing component tests for the 270 ° Top Hat. Linda had to solve many problems which lead to

creation of a data accumulation system envisioned incorrectly as unnecessary in the original proposal. This lead to

development of a useful data collection system. As the design progressed, Ms. Bjbrk was responsible for and

performed instrument calibrations. Linda's thesis was titled Development of a Laboratory Experimentation Model

of a 270 ° Tophat Analyzer.

7. Budgets

The second year award value was taxed at 5.8% by NASA. There has been an adjustment in personnel

working on this project in order to attempt a labor savings to allow the accomplishment of most of the tasks

described by the original proposal. Note that unanticipated events have forced removal of testing characterization

phases 2 and 3 from this project. In addition, the loss of a test system has forced a request for a time extension This
time extension was discussed with the PIDDP program scientist and granted. The time extension allowed for

additional testing of the 270 ° laboratory test model and revealed an additional problem which was detected only
because of the increased flux levels of the photoelectron gun. The project moneys were exhausted to less than

$100.00 before termination.

8. Related Activities

Unfunded by this grant, but related to the 270 ° top hat analyzer was a presentation of plasma simulation

around Mercury. The poster paper [Frahm, et al., 2001] dealt with detection of electron plasma in the vicinity of

Mercury. This presentation was made at the Mercury Conference in Chicago, Illinois, in October of 2001.

Unfunded by this grant, but related to the 270 ° top hat analyzer was the theoretical blockage factor associated
with obstacles within the azimuthal path of the electrons. This is shown in Figure 21. One fou_r_ on the instrument

was simulated. Vertical lines mark the position of each anode shifted for the manufacturing error of the laboratory

test model. If the anode were correctly produced, there would be a 15° shift in the vertical lines marking the anode
locations. The 270 ° instrument should have four anodes completely open to flux. Anodes around the blockage posts

should show reduced flux.
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